



























	 A	 simple	 and	 sensitive	 kinetic	 spectrofluorimetric	 method	 was	 developed	 for	 thedetermination	 of	mesna	 in	drug	 products.	 The	method	 is	 based	 on	 oxidation	of	 the	 studied
drug	 with	 cerium(IV)	 ammonium	 sulphate	 in	 acidic	 medium.	 The	 fluorescence	 of	 the
produced	Ce(III)	was	measured	at	359	nm	after	excitation	at	259	nm.	The	method	 involves
determination	of	mesna	by	kinetic	study	of	its	oxidation	at	100	oC	for	a	fixed	time	of	20	min.
The	 different	 experimental	 parameters	 affecting	 development	 and	 stability	 of	 reaction

















ifosfamide	 and	 cyclophosphamide.	Unchanged	mesna	has	 free	
thiol	group	 that	 reacts	with	 ifosfamide	and	cyclophosphamide	
including	acrolein	considered	to	be	responsible	for	toxic	effect	
on	bladder,	In	addition,	mesna	has	been	used	for	a	long	time	as	
a	 mucolytic	 agent	 that	 breaks	 disulfide	 bonds	 of	 mucous	
polypeptide	 chains	 [1].	 Some	 analytical	 methods	 have	 been	
reported	 for	 determination	 of	 studied	 drug,	 the	 reported	
method	 for	 mesna	 includes	 High	 Performance	 Liquid	
Chromatography	 (HPLC‐UV)	 [2],	 HPLC	 with	 electrochemical	
detection	 [3]	Vibrational	Spectroscopic	studies	 [4],	HPLC‐with	




used	 before	 for	 determination	 of	 many	 pharmaceutical	
compounds,	 such	 as	 captopril	 [9],	 mucolytic	 drugs	 [10],	
antivirals	[11],	some	psychoactive	drugs	[12],	aztreonam	[13],	
isoxsuprine	 hydrochloride	 [14]	 and	 calcium	 channel	 blockers	
using	 kinetic	 fluorimetric	 technique	 [15].	 The	 suggested	
fluorimetric	method	 is	 based	 on	 the	 oxidation	 of	mesna	with	
Ce(IV)	 in	 presence	 of	 sulphuric	 acid	 and	 the	 relative	
fluorescence	 intensity	of	 the	 reduced	Ce(III)	was	measured	at	
359	nm	after	excitation	at	259	nm.	
To	 the	 best	 of	 our	 knowledge,	 no	 kinetic	 fluorimetric	
methods	have	been	reported	for	analysis	of	mesna	up	till	now.	
Kinetic‐based	 analytical	 methods	 for	 analysis	 are	 not	
widely	 applied,	 although	 they	 offer	 the	 advantage	 of	
eliminating	 additive	 interference,	which	 probably	 affect	 other	
methods	such	as	titrations	and	spectrophotometric	ones.	
















solvents	 were	 of	 Analytical	 Reagent	 Grade.	 Cerium(IV)	
ammonium	sulphate	 (Merck,	Darmstadt,	Germany):	2.30	x10‐3	
M	 aqueous	 solution,	 prepared	 in	 1.00	 M	 sulphuric	 acid,	 the	




found	 to	 be	 99.90	%	 according	 to	 official	 method	 of	 analysis	
[16],	 manufactured	 ad	 kindly	 supplied	 by	 EMIC	 United	
Pharmaceuticals,	 Cairo,	 Egypt	 and	 the	 pharmaceutical	
















5.00	 ‐	40.00	ng	of	mesna	were	 transferred	 into	a	 series	of	 10	
mL	volumetric	flask,	2	mL	of	5M	H2SO4	was	added	followed	by	
0.30	 mL	 of	 2.30x10‐3	 M	 Ce(IV).	 The	 flasks	 were	 heated	 in	 a	
thermostatically	 controlled	 water‐bath	 at	 100	 oC	 for	 20	 min.	
The	 solution	 was	 well	 mixed,	 cooled	 and	 then	 completed	 to	
volume	 with	 distilled	 water.	 A	 blank	 experiment	 was	
performed	 simultaneously.	 The	 relative	 fluorescence	 intensity	
(FI)	of	the	solution	was	measured	at	359	nm	after	excitation	at	
259	 nm.	 The	 reaction	 order	 was	 obtained	 by	 plotting	 log	
reaction	rate	(∆FI/∆t)	over	the	specified	time	period	versus	log	
concentration	of	drug.	The	calibration	graph	and	the	regression	
equations	 were	 obtained	 by	 plotting	 relative	 fluorescence	





About	 5	 ampoules	 of	 sample	 injection	 solution,	 Uromes,	
were	mixed.	0.10	mL	of	sample	injection	solution	equivalent	to	
10.00	 mg	 of	 mesna	 was	 accurately	 transferred	 into	 100	 mL	
volumetric	flask.	The	content	of	the	flask	was	completed	to	100	
mL	with	water,	then	0.10	mL	was	diluted	to	100	mL	with	water.	
Then	 1.00	mL	 of	 the	 cited	 solution	was	 taken	 and	 the	 above	






Ce(IV)	 is	 a	 very	 stable	 oxidizing	 agent,	 its	 high	 oxidation	
potential	 (Eo)	 and	 excellent	 solution	 stability	 promoted	 us	 to	
use	 this	 reagent	 in	 determination	 of	 mesna.	 Mesna	 is	 a	
saturated	 aliphatic	 sulphonate,	 HS‐CH2‐CH2‐SO3	 Na,	 possesses	
low	 molar	 absorbitivity,	 therefore,	 in	 this	 manuscript	 a	
fluorimetric	 method	 was	 suggested	 for	 its	 determination	 via	
oxidation.	 As	 the	 fluorescence	 intensity	 of	 the	 formed	 Ce(III)	
increases	with	the	time,	this	fact	was	used	as	a	basis	for	a	useful	
kinetic	method	 for	quantitative	determination	of	mesna,	 since	
mesna,	 as	 all	 thiols,	 was	 susceptible	 to	 oxidation	 by	 many	
oxidizing	agents,	 the	nature	of	 the	oxidation	product	depends	
on	the	oxidizing	agent	used	[17].	In	the	present	study,	oxidation	
of	 the	 studied	 drug	 with	 Ce(IV)	 in	 acid	 medium	 yields	 an	
equivalent	 amount	 of	 fluorescent	 Ce(III)	 which	 exhibits	
maximum	 fluorescence	 at	 359	nm	 after	 excitation	 at	 259	nm.	
Figure	 1	 illustrates	 the	 resulting	 fluorescence	 spectra	 of	 the	
produced	Ce(III)	 in	acidic	medium.	The	oxidation	product	was	







The	 different	 experimental	 parameters	 affecting	 the	






The	 effect	 of	 Ce(IV)	 concentration	 was	 studied	 using	
increasing	 volumes	 of	 2.30	 x	 10‐3	M	Ce(IV).	 It	was	 found	 that	
the	maximum	and	constant	fluorescence	intensity	was	attained	
upon	using	0.30	mL	of	2.30	x	10‐3	M	Ce(IV),	as	shown	in	Figure	
2.	 As	 at	 lower	 concentration	 the	 fluoresecence	 intensity	
decreases	 due	 to	 the	 insufficient	 concentration,	 on	 the	 other	
hand,	higher	concentration	of	Ce(IV)	was	reported	to	probably	
















The	 oxidation	 reaction	 of	 Ce(IV)	 have	 to	 be	 performed	 in	
acid	 medium	 to	 prevent	 precipitation	 of	 Ce(OH)3.	 Different	
acids	such	as,	sulphuric	acid,	hydrochloric	acid,	nitric	acid	and	
acetic	 acid	were	 tested.	 As	 shown	 in	 Table	 1,	 nitric	 acid	 gave	
lowest	 fluorescence	 intensity;	 this	 was	 attributed	 to	 the	
inhibitory	effect	of	nitrate	 ions	on	fluorescence	of	Ce(III)	 [22].	
In	 the	 presence	 of	 hydrochloric	 acid	 and	 sulphuric	 acid,	 the	
reaction	rate	and	 the	 fluorescence	of	Ce(III)	were	 found	 to	be	
high.	However,	hydrochloric	acid	gave	high	blank	readings,	so	














Figure	 4.	 The	 results	 revealed	 that	 the	 optimum	 temperature	
was	 at	 100	 oC	 and	 the	 optimum	 heating	 time	was	 20	min	 as	
prolonged	 heating	 time	 has	 no	 effect	 on	 the	 measured	
fluorescence	intensity.	Therefore,	heating	for	20	min	at	100	oC	
in	a	thermostatically	controlled	water	bath	was	selected	for	full	
fluorescence	 development,	 followed	 by	 cooling	 to	 ambient	
temperature	before	measurement.	
	





























Dilution	 with	 different	 solvents	 such	 as	 water,	 methanol,	
ethanol,	 acetonitrile	 was	 attempted.	 It	 was	 found	 that,	 water	
was	 the	 best	 solvent	 for	 dilution	 as	 it	 gave	 the	 highest	
fluorescence	 intensities	 and	 the	 lowest	 blank	 reading,	
moreover	 its	 choice	 adds	 to	 advantages	 of	 the	 proposed	
method.	 Distinct	 and	 sharp	 decrease	 in	 the	 fluorescence	







various	 concentrations	 in	 the	 range	 of	 0.50‐4.00	 ng/mL	










is	 the	 time	 in	 seconds,	 taking	 logarithms	 of	 rates	 and	 drug	
concentrations,	the	equation	(1)	it	transformed	into:	
	
Log	V	=	log	∆FI/∆t	=	log	K`	+	n	log	C		 	 	 (2)	
	
where	V	is	the	reaction	rate.	Plot	of	log	reaction	rate	versus	log	
drug	 concentration	 is	 shown	 in	 Figure	 5	 at	 359	 nm	 after	
excitation	 at	 259	 nm,	 where	 the	 slop	 (n)	 is	 the	 order	 of	 the	




















the	 best	 method.	 Rate	 constant,	 fixed	 fluorescence	 and	 fixed	
time	methods	[12]	were	tried	and	the	most	suitable	analytical	








concentration	 in	 the	 range	 1.21	 x10‐14‐	 1.82x10‐14	 M	 were	
plotted	 and	 all	 appeared	 to	 be	 rectilinear.	 Pseudo‐first	 order	



















Reaction	 times	 required	 to	 reach	 specific	 fluorescence	 of	
redox	 reaction	 for	 different	 concentrations	 of	 mesna	 in	 the	
range	 of	 6.09x10‐15	 ‐1.82	 x	 10‐14	 M.	 A	 preselected	 value	 of	
fluorescence	 intensity	 180	 was	 fixed	 and	 the	 time	 was	
measured	in	seconds.	The	reciprocal	of	time	(1/t)	versus	initial	


















At	 a	 preselected	 fixed	 time,	 which	 was	 accurately	
determined,	the	fluorescence	was	measured.	Calibration	graphs	
of	the	fluorescence	versus	initial	concentrations	of	mesna	were	
established	 with	 the	 regression	 equation	 and	 correlation	
coefficient	assembled	in	Table	4.	
It	 is	 clear	 that	 the	slope	 increases	with	 time	and	 the	most	
acceptable	values	of	correlation	coefficient	(r)	was	choosen	as	
the	most	suitable	time	interval	for	measurement.	





























The	 statistical	 analysis	 of	 regression	 line	 regarding	
standard	 deviation	 of	 the	 residual	 (Sy/x),	 intercept	 (Sa)	 and	
slope	(Sb)	were	evaluated.	The	small	values	of	the	figures	point	
out	 to	 the	 low	 scattering	 of	 the	 points	 around	 the	 calibration	
curve.		
The	 proposed	 method	 was	 evaluated	 by	 studying	 the	






















The	 intra‐day	 precision	 was	 evaluated	 through	 replicate	
analysis	 of	 drug	 sample	 of	 1.00,	 1.50	 and	 4.00	 ng/mL.	 Each	
concentration	was	analyzed	three	times.	The	mean	percentage	
recoveries	 are	 shown	 in	 Table	 6.	 The	 repeatability	 and	
reproducibility	of	 the	proposed	method	are	good	as	 indicated	
by	small	value	of	standard	deviation	(SD).	
The	 inter‐day	 precision	 was	 evaluated	 through	 replicate	
analysis	 of	 1	 ng/mL	 mesna	 on	 three	 successive	 days.	 The	
percentage	 recoveries	 based	 on	 average	 of	 three	 separate	
determinations	are	abridged	in	Table	6.	
The	 accuracy	 of	 the	 proposed	 method	 was	 evaluated	 by	






The	 limit	 of	 quantification	 (LOQ)	 was	 determined	 by	
establishing	 the	 lowest	 concentration	 that	 can	 be	 measured	







LOQ	=	10	ó	/S	 	 	 	 	 (7)	
	


































Parameters	 Amount	taken	(ng/mL)	 Proposed	method	 Official	method	[16]	
Amount	found	(ng/mL) Recovery	a	(%) Recovery	(%)	
1.00	 1.01 101.75 	
1.50	 1.47 98.48 	
4.00	 4.03 100.84 	
x±S.D.	 	 	 100.30±1.68	 100.90±1.50	
t	 	 	 0.406	(2.77)	b	 	






Parameters	 Amount	taken	(ng/mL)	 Proposed	method	 Comparison	method	[26]	
Amount	found	(ng/mL) Recovery	a	(%) Recovery	(%)	
Uromes	100	mg/mL	 1.00	 1.01	 100.96	 	
1.50	 1.48	 98.87	 	
2.00	 1.99	 99.96	 	
x±S.D.	 	 99.93±1.04 98.26±1.1	
t	 	 	 0.88	(2.77)	b	 	







The	 robustness	 of	 the	 method	 adopted	 in	 the	 proposed	
method	 is	 demonstrated	by	 the	 constancy	of	 the	 fluorescence	
intensity	with	minor	changes	in	experimental	parameters	such	






The	 proposed	 method	 was	 successfully	 applied	 for	 the	
determination	 of	 mesna	 in	 its	 drug	 substance,	 to	 prove	 the	
accurate	 analytical	 performance	 of	 the	 method,	 and	 drug	
product	 (Table	 7	 and	 8).	 The	 specificity	 of	 the	 method	 was	
investigated	 by	 observing	 any	 interference	 encountered	 from	
the	 common	 excipients,	 such	 as	 disodium	 edetate,	 sodium	
hydroxide.	These	exicipients	didn`t	interfere	with	the	proposed	
method	 (Table	 8).	 The	 results	 obtained	 were	 in	 a	 good	
agreement	with	those	of	the	official	and	manufacturer	methods	
[16,26].	
Statistical	 analysis	 of	 the	 obtained	 results	 revealed	 no	
significant	 difference	 regarding	 the	 accuracy	 and	 precision	 as	







The	data	used	 in	 the	optimization	of	Ce(IV)	 concentration	
and	 the	 data	 of	 calibration	 graphs	were	 used	 to	 calculate	 the	
stoichiometry	of	the	reaction	adopting	the	limiting	logarithmic	
method	 [9]	 as	 shown	 in	 Figure	 6.	 The	 ratio	 of	 the	 reaction	
between	mesna	and	Ce(IV)	in	acidic	medium	was	calculated	by	
dividing	 the	 slope	 of	 Ce(IV)	 curve	 over	 the	 slope	 of	 the	 drug	
curve.	It	was	found	that	the	ratio	was	0.211:0.433	pointing	out	
to	a	ratio	of	1:2	(Ce(IV)	to	drug).	Based	on	the	obtained	molar	







Determination	 of	 quantum	 yield	 of	 produced	 Ce(III)	 was	
obtained	applying	the	equation	(10)	[29]:	
	









Dilute	 solution	 of	 quinine	 sulfate	 dissolved	 in	 0.05	 M	
sulfuric	 acid	 with	 fluorescence	 quantum	 yield	 of	 0.543	 was	
used	 as	 reference	 reagent.	 The	 concentration	was	 selected	 so	










limiting	 logarithmic	 method	 [28].	 (A)	 Variable	 concentrations	 of	 mesna	 at	





The	 proposed	 method	 for	 determination	 of	 mensa	 is	
simple,	accurate,	and	more	economical	with	regards	to	solvent	
and	 reagent	 consumption	 without	 loss	 of	 accuracy	 and	
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